Abstract-Ultrasound-based elasticity imaging methods rely upon accurate estimates of tissue deformation to characterize the mechanical properties of soft tissues. These methods are corrupted by clutter, which can bias and/or increase variance in displacement estimates. Harmonic imaging methods are routinely used for clutter suppression and improved image quality in conventional B-mode ultrasound, but have not been utilized in ultrasound-based elasticity imaging methods. We introduce a novel, fully-sampled pulse-inversion harmonic method for tracking tissue displacements that corrects the loss in temporal sampling frequency associated with conventional pulse-inversion techniques. The method is implemented with acoustic radiation force impulse (ARFI) imaging to monitor the displacements induced by an impulsive acoustic radiation force excitation. Custom pulse sequences were implemented on a diagnostic ultrasound scanner to collect spatially-matched fundamental and harmonic information within a single acquisition. B-mode and ARFI images created from fundamental data collected at 4 MHz and 8 MHz are compared with 8-MHz harmonic images created using a band-pass filter approach and the fully sampled pulse-inversion method. In homogeneous, tissue-mimicking phantoms, where no visible clutter was observed, there was little difference in the axial displacements, estimated jitter, and normalized cross-correlation among the fundamental and harmonic tracking methods. The similarity of the lower-and higher-frequency methods suggests that any improvement resulting from the increased frequency of the harmonic components is negligible. The harmonic tracking methods demonstrated a marked improvement in B-mode and ARFI image quality of in vivo carotid arteries. Improved feature detection and decreased variance in estimated displacements were observed in the arterial walls of harmonic ARFI images, especially in the pulse-inversion harmonic ARFI images. Within the lumen, the harmonic tracking methods improved the discrimination of the blood-vessel interface, making it easier to visualize plaque boundaries. Improvements in harmonic ARFI images in vivo were consistent with suppressed clutter supported by improved contrast and contrast-to-noise ratio (CNR) in the matched harmonic B-mode images compared with the fundamental B-mode images. These results suggest that harmonic tracking methods can improve the clinical utility and diagnostic accuracy of ultrasound-based elasticity imaging methods.
I. Introduction d iagnostic ultrasound is challenged by the presence of clutter, a noise artifact representing undesirable echoes that interfere with observations made within the region of interest. In b-mode imaging, clutter typically presents as a coherent ring-down artifact or a diffuse haze overlying the image that obscures the visualization of targets and leads to decreased contrast [1] . In doppler imaging, clutter signals from stationary or slowly moving tissues, such as the vessel walls that are typically 40 to 100 db stronger than the signal from blood, can significantly bias blood velocity estimates [2] . dependent upon the accurate measurement of tissue deformation to characterize the mechanical properties of soft tissues, ultrasound-based elasticity imaging methods are also corrupted by clutter.
Ultrasound-based elasticity imaging methods involve both the excitation of soft tissues and a monitoring of the deformation response. one method, acoustic radiation force impulse (arFI) imaging [3] , [4] , estimates the deformation induced by an impulsive acoustic radiation force excitation to create images that depict the stiffness of structures relative to surrounding tissues [5] . With typical displacements of 1 to 10 μm [6] , the presence of stationary clutter can significantly bias arFI-induced tissue displacement estimates. In simulations by Pinton et al. [7] , stationary echoes with a −5 db magnitude relative to moving scatterers resulted in a 24% underestimation bias of the true 4.8 μm displacement. clutter-imposed bias is commonly observed in vascular arFI imaging applications [8] , [9] , for which ring-down echoes from the adventitia in blood vessels can corrupt displacements measured in the lumen and make it difficult to delineate the blood-vessel interface and identify plaque boundaries. In addition, clutter can increase the variance in arFI imaging displacement estimates. This is especially problematic when imaging abdominal structures, such as the liver [10] , where high levels of jitter resulting from near-field reverberation clutter can make it difficult to track the induced deformation. reduced clutter, therefore, would likely improve the quality and diagnostic accuracy of arFI imaging.
In doppler blood flow imaging, wall filters are commonly employed to remove stationary tissue clutter echoes from signals of flowing blood [11] . These methods are less effective for arFI applications in which sufficient spectral separation in the frequency domain is difficult because of significant overlap between the slow arFI-induced tissue velocities (e.g., 10 μm/0.5 ms = 2 cm/s) and the stationary clutter component. In the time domain, Gallippi et al. [12] implemented an adaptive blind source separation algorithm to remove physiological vessel wall motion from arFI-induced blood streaming velocities. However, the manuscript received July 3, 2013; accepted august 2, 2013. This work was supported by national Institutes of Health grants r01Hl075485 and r37Hl096023 from the national Heart, lung, and blood Institute (nHlbI).
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doI http://dx.doi.org/10.1109/TUFFc.2013. 2831 method has not been shown to reduce clutter in arFIinduced tissue displacement estimates. In b-mode imaging, tissue harmonic imaging has been shown to reduce clutter and markedly improve image quality [13] . These methods use the harmonics generated as the acoustic wave propagates through soft tissues [14] to create images with improved contrast-to-noise ratio (cnr), finer resolution, lesion visibility, and diagnostic confidence [15] [16] [17] . although the specific mechanisms have not been fully described, it has been proposed that harmonic imaging: 1) reduces reverberation clutter from near-field layers, 2) reduces echoes from off-axis scatterers, and 3) is less sensitive to phase aberration [13] , [14] , [18] . of these mechanisms, Pinton et al. [1] have recently shown that suppression of reverberation clutter in near-field layers is the dominant source of improvement achieved with harmonic imaging. despite the benefits demonstrated in b-mode imaging, the use of harmonic imaging has not been adopted in ultrasound-based elasticity imaging methods.
We investigate the use of harmonic methods to track the displacements induced by an impulsive acoustic radiation force excitation. a novel, fully sampled pulse-inversion harmonic tracking method is introduced that, unlike conventional pulse-inversion methods, does not suffer from a decreased temporal sampling frequency. Performance of this pulse-inversion method and a filtered harmonic approach are compared with conventional methods that track the fundamental component of echoes in homogeneous, tissue-mimicking phantoms and in vivo carotid arteries.
II. background
A. ARFI Imaging an arFI pulse sequence transmits an ensemble of reference pulse(s), pushing pulse(s), and tracking pulse(s) along a single scan line that can be translated across the field-of-view (Fov) to build 2-d or 3-d images. The pushing pulse generates an acoustic radiation force ( ) F that is related to the time-average intensity ( ) I of the acoustic pulse, the material speed of sound (c), and the absorption coefficient (α) according to
To generate an appreciable acoustic radiation force, the time-average intensity of the pushing pulse is typically increased by using a higher power and/or longer duration (i.e., 0.1 to 0.5 ms) pulse [6] . To monitor the induced deformation, the reference and tracking pulses are conventional pulse-echo imaging pulses transmitted respectively, before and after, the acoustic radiation force excitation generated by the pushing pulse. cross-correlation [19] or phase-shift estimation techniques [20] , [21] are commonly used to estimate the axial displacement between echoes received by the reference and tracking pulses as a function of time relative to the applied excitation. For a more detailed description of the phenomenon of acoustic radiation force and its utilization in ultrasound-based elasticity imaging methods, the reader is referred to [5] .
Ultrasonic tracking methods are susceptible to both jitter and bias displacement errors [22] , [23] . based upon the cramér-rao lower bound, a theoretical lower limit of the jitter (σ) can be expressed as
where snr is the signal-to-noise ratio, f c is the center frequency, T is the correlation window length, B is the fractional bandwidth, and ρ is the correlation value between the signals [24] . an inherent underestimation bias of the peak displacement magnitude of tracking methods is primarily caused by scatterer shearing, a distortion of the scatterer distribution, within the point spread function of the tracking beam [22] , [23] .
B. Harmonic Imaging
The propagation of an ultrasonic wave in soft tissue is not a linear process. nonlinear changes in tissue density result in differences in sound speed during compression and rarefaction of the acoustic wave. This leads to a distortion of the propagating wave and the generation of harmonic frequency components that occur at integer multiples of the fundamental frequency of the transmitted wave [14] . Whereas conventional imaging methods use the fundamental component of returned echoes, tissue harmonic imaging methods create images from these nonlinear harmonics. There are two primary methods to obtain the harmonic components from returned echoes. In the filtered approach, a band-pass filter is used to remove all but the selected harmonic components from the received signal [25] . alternatively, the pulse-inversion (PI) technique transmits two pulses with opposite polarity and then sums their respective echoes [26] . When summed, the linear and odd harmonic components cancel and the even harmonics double [13] , [27] . because of limited transducer bandwidth and because the intensities of the higher order harmonics decrease with increasing frequency, the second-harmonic is typically used in both of these methods. The doubling of the even harmonic in the pulse-inversion method provides an improvement in snr compared with the filtered approach. In addition, overlap in the spectra of the fundamental and harmonic echoes makes removing the fundamental component, which is typically 10 db stronger than the second-harmonic component [28] , difficult with the filtered approach. because this overlap increases with the bandwidth of the transmitted pulses, a narrower bandwidth is often required to achieve sufficient separation, such that the filtered harmonic approach involves a trade-off between cancellation of the fundamental echoes and axial resolution [29] , [30] . because it effectively eliminates problems of spectral overlap and can be applied to broadband transmit pulsing, the pulse-inversion method is commonly preferred. However, because two pulses must be transmitted to create a single harmonic echo, the frame rate of conventional pulse-inversion methods applied in bmode imaging are reduced by half.
III. Fully sampled Pulse-Inversion
Harmonic Tracking
Utilizing the harmonic components to estimate tissue displacements offers several potential advantages. First, (2) predicts decreased jitter with the increased frequency of the harmonic components. second, the decreased beam width of a higher frequency pulse may also decrease the underestimation bias in measured displacements [22] , [23] . In addition, the clutter suppression observed with harmonic methods in conventional b-mode imaging would likely reduce the bias and jitter in displacement estimates from off-axis scatterers and/or reverberation.
despite potential advantages, the use of harmonic tracking methods for improved displacement estimation is not particularly obvious. compared with the filtered harmonic approach, (2) predicts a reduction in jitter with the increased snr of a pulse-inversion harmonic technique. However, induced motion that occurs between the acquisitions of pulse-inverted signals, which are subsequently combined, may reduce correlation between returned echoes and thereby increase jitter. In addition, the decreased temporal sampling frequency of conventional pulse-inversion methods may be particularly challenging for tracking the transient response of soft tissue to an impulsive acoustic radiation force excitation. With a decreased temporal resolution, it is more difficult to capture the peak displacement of the tissue response. although the specific results of this effect depend upon material properties, such as shear wave speed, a decrease in measured displacement may result in decreased contrast if the magnitude of the measured displacement approaches the jitter magnitude [31] .
To increase the temporal sampling frequency, a fully sampled (i.e., no loss in temporal resolution) pulse-inversion summing scheme, demonstrated in Fig. 1 , is proposed. Here, pulses of opposite polarity are alternately transmitted at a pulse repetition frequency (PrF) equal to 1/t prf , where t prf is the pulse repetition time between subsequent transmits, to track the arbitrary displacement recovery curve in Fig. 1(a) . In this idealized arFI deformation response, the axial displacements are monitored for a period that begins before the excitation is applied and extends for a duration beyond the peak displacement response. as shown in Fig. 1(b) , the conventional pulseinversion method results in a temporal sampling frequency that is half the PrF of the transmitted pulses. by combining returned echoes with alternate pairs of pulse-inverted echoes, the fully sampled pulse-inversion method shown in Fig. 1(c) can be used to create a harmonic data set with a temporal sampling frequency equal to the PrF of the transmitted pulses.
Iv. methods

A. Pulse Sequencing
custom pulse sequences were developed that acquire spatially-matched fundamental b-mode, fundamental arFI, harmonic b-mode, and harmonic arFI information within a single acquisition. as shown in Fig. 2 , the arFI pulse sequence consisted of two portions. In the Fig. 1 . (a) arbitrary arFI deformation response that is monitored using a pulse-inversion scheme that transmits pulses of alternating polarity (+ and −) at a PrF equal to 1/t prf , where t prf is the pulse repetition time between subsequent transmits. as shown, the response is monitored for a period that begins before the excitation and extends for a duration beyond the peak displacement response. (b) The conventional pulse-inversion method sums each (+) pulse with the subsequent (−) pulse, resulting in a temporal sampling frequency of 1/(2 × t prf ). (c) The proposed fully sampled pulse-inversion method sums each (+) pulse with the subsequent (−) pulse, but also sums each (−) pulse with the subsequent (+) pulse to construct a harmonic signal with a temporal sampling frequency of 1/t prf , which is equal to the PrF of the transmitted pulses.
first portion of the sequence, an ensemble of 4-mHz pulses that alternate in polarity was transmitted to monitor the deformation response at each of several spatially-distinct lateral locations. In the second portion of the sequence, an ensemble of 8-mHz fundamental pulses of identical polarity was transmitted at each of the same lateral locations that were used in the first portion of the sequence. as indicated, multiple images can be created from the echoes received using this pulse sequence, including: 1) 4-mHz fundamental, 2) filtered harmonic, and 3) pulse-inversion harmonic, all from the first portion of the sequence, and 4) 8-mHz fundamental data from the second portion of the sequence. a 4-mHz 150-μs pushing pulse with an F/3 configuration was used in both portions of the sequence. The deformation response was monitored 0.7 ms before and 2.6 ms following the start of the acoustic radiation force excitation at a PrF of 9.4 kHz using a single on-axis (i.e., aligned with the center of the applied excitation) tracking beam. The excitation and tracking beam ensemble was applied at 50 distinct lateral locations uniformly distributed across a 15-mm Fov. The total duration of the pulse sequence was 420 ms. The pulse sequences were implemented on a diagnostic acuson s2000 ultrasound scanner with a 9l4 linear-array transducer (siemens medical solutions Usa Inc., Issaquah, Wa).
B. Data Acquisition
data were acquired in calibrated, tissue-mimicking, elastic, homogeneous phantoms (cIrs corp., norfolk, va) with young's modulus (E) values of 4.5, 9, and 24 kPa, as determined by the manufacturer using an indenter system. In the phantoms, data were separately acquired at focal depths of 20 and 30 mm. data were also acquired in vivo in the carotid artery of human subjects according to a protocol approved by the Institutional review board (duke University Protocol Id: Pro00012795). all subjects provided written, informed consent before participation in the study. The study population included normal, healthy subjects with no known carotid artery plaques and subjects with carotid artery plaques that had been previously identified during a routine ultrasound exam. For each subject, three to five imaging data sets were acquired at multiple imaging locations, with a few seconds pause between acquisitions, to confirm spatial and temporal repeatability of the images.
In phantom and in vivo experiments, raw radio-frequency data were acquired at 40 mHz and processed off-line with matlab (The mathWorks Inc., natick, ma) software.
C. Data and Image Processing
The pulse-inversion transmit scheme used in the first portion of the pulse sequence ( Fig. 2 ) results in a halving of the temporal sampling frequency between returned echoes of identical polarity. To create the fully sampled 4-mHz fundamental data, the returned echoes of alternating polarity were separately tracked with respect to their own reference pulses, and then combined.
The harmonic components of the received radio-frequency data were obtained using both the filtered and pulse-inversion approaches. In the filtered approach, a 50-tap FIr band-pass filter centered at 8 mHz with a fractional bandwidth of 0.3 was applied to the fully sampled 4-mHz data to obtain the second-harmonic components. The pulse-inversion harmonic arFI data was created using the fully sampled pulse-inversion harmonic method [ Fig. 1(c) ]. created from 4-mHz transmits, the 8-mHz (i.e., second-harmonic) components are most dominant in the pulse-inversion harmonic data.
The summing of two echoes separated in time, as performed in the fully sampled pulse-inversion harmonic approach [ Fig. 1(c) ], may function as a low-pass filter. To evaluate the impact of this potential averaging effect, 8-mHz fundamental radio-frequency data was summed according to the fully sampled pulse-inversion harmonic approach to create averaged 8-mHz fundamental data. Fig. 2 . arFI pulse sequence consisting of an ensemble of reference pulse(s), pushing pulse(s), and tracking pulse(s) applied at each of multiple lateral locations uniformly distributed across the field of view. In the first portion of the sequence, 4-mHz pulse-inverted (+ and −) pulses were used to construct 1) 4-mHz fundamental, 2) filtered harmonic, and 3) pulse-inversion harmonic images. In the second portion of the sequence, identical polarity (+) 8-mHz pulses were used to construct an 8-mHz fundamental image.
because the polarities of the summed 8-mHz fundamental echoes are identical, no fundamental cancellation occurs.
axial displacement estimates were calculated using normalized cross-correlation (ncc) with a 1.5λ tracking kernel that was updated for the different frequencies between the fundamental and harmonic methods [32] . In the homogeneous phantom experiments, outliers in the raw displacement estimates were removed by discarding estimates greater than the 95th percentile of the displacements measured at each depth and time following the start of the acoustic radiation force excitation. For in vivo data, quadratic motion filters were used to remove artifacts from non-arFI-induced motion such as physiologic and transducer motion [33] . Unless otherwise stated, all arFI images and corresponding displacement and normalized cross-correlation values represent estimates 0.80 ms after the start of the acoustic radiation force excitation. This specific time was chosen empirically because it was approximately the time at which maximum contrast was observed in all arFI images.
The arFI images and displacements reported herein correspond to the absolute magnitude of the estimated displacements. Previous studies have reported positive and negative high-magnitude displacement noise within the lumen of blood vessels in arFI images [9] . absolute magnitude images show improved visualization of the blood by reducing this spatially-variant noise within the lumen. because negative displacements are not observed outside the lumen, depicting the absolute magnitude of the displacements does not affect the visualization of the soft tissue regions.
D. Data Analysis
For each arFI acquisition (i), the axial displacement (δ i,j,k ) and associated normalized cross-correlation value (ρ i,j,k ) were estimated at each axial depth ( j) and lateral location (k). In the homogeneous phantoms, the mean displacement ( ) δ i j , and mean normalized cross-correlation value ( ), ρ i j , across all N = 50 lateral locations, were determined according to
because the true displacement is unknown, the mean displacement ( ) δ i j , was used to estimate the jitter (ψ i,j ), the root-mean-square of the displacement error, for each phantom acquisition according to [22] 
To compare the performance of the tracking methods in phantoms, we report the mean and standard deviation of
value from ten independent acquisitions obtained at different spatial locations within the phantom for each tracking method. measurements of the mean and standard deviation of the measured axial displacements and normalized crosscorrelation values within the carotid artery wall of a normal, healthy subject are used to compare the tracking methods in vivo. In the presence of carotid artery plaques, which are known to be heterogeneous structures [34] , variance in the displacement may actually correspond to different materials, such as lipid pools, intraplaque hemorrhage, and/or calcifications, within the arterial wall. For this reason, in the presence of carotid artery plaques, improvements will only be characterized on the basis of feature detection and qualitative improvements.
contrast and contrast-to-noise ratio (cnr) were measured to quantify b-mode image quality according to
where S i and S o represent the mean signal magnitudes inside and outside the region of interest, respectively, and σ i 2 and σ o 2 are the corresponding variances. For each image shown, the lumen and adjacent arterial walls were manually segmented to define the inside and outside regions, respectively. To preserve image clarity, the boundaries of these regions have not been identified in the images shown.
v. results Fig. 3 compares the mean axial displacement, jitter estimate, and mean normalized cross-correlation among the fundamental and harmonic tracking methods in an E = 9 kPa homogeneous, elastic, tissue-mimicking ultrasound phantom with a focal depth of 30 mm. The solid lines correspond to the mean value with shaded error bars representing one standard deviation across ten independent acquisitions. In some cases, especially for the mean displacement, the small magnitude of the error bars makes them difficult to visualize. In Fig. 3(a) , the tracking methods are compared as a function of axial depth at a fixed time of 0.8 ms following the start of the acoustic radiation force excitation. conversely, in Fig. 3(b) , the methods are compared as a function of time following the start of the acoustic radiation force excitation at a fixed depth of 30 mm. The mean displacements are nearly identical for all tracking methods through depth [ Fig. 3(a) ] and time [ Fig. 3(b) ]. differences between the jitter estimates for the various tracking methods depend upon the specific time Table I. and depth, but are relatively small in magnitude for all cases. For most times and depths, the 4-mHz fundamental method has the largest normalized cross-correlation value, followed by the nearly identical 8-mHz fundamental and filtered harmonic methods, with the pulse-inversion harmonic method having the lowest normalized crosscorrelation value. However, at the focal depth of 30 mm and at a time shortly following the peak displacement response, which is usually represented in an arFI image, the normalized cross-correlation value of all methods is quite similar and in all cases is greater than 0.993. as a function of time following the start of the acoustic radiation force excitation, there is a subtle oscillation of the mean displacement, jitter estimate, and normalized crosscorrelation values for the 4-mHz fundamental, filtered harmonic, and pulse-inversion harmonic data sets created from the pulse-inverted echoes [ Fig. 3(b) ]. similar small differences between the tracking methods demonstrated in this particular configuration were observed in phantoms of stiffnesses E = 4.5 kPa and E = 24 kPa and at focal depths of 20 and 30 mm, but the results have been omitted for conciseness. Fig. 4(a) ]. This apparent clutter signal is also observed in the 8-mHz fundamental b-mode image [ Fig.  4(b) ], but less so in the filtered harmonic b-mode image [ Fig. 4(c) ], and is barely noticeable in the pulse-inversion harmonic b-mode image [ Fig. 4(d) ]. The narrow bandpass filter that was necessary to remove this artifact in the filtered harmonic b-mode image [ Fig. 4(c) ] appears to have degraded the axial resolution. overall, there is a marked improvement in the delineation of the blood-vessel interfaces along the proximal and distal walls, where they appear smoother in the harmonic b-mode images [Figs. 4(c) and 4(d) ]. In particular, the boundary of the intima with the lumen in the distal wall is more clearly resolved in the pulse-inversion harmonic b-mode image [ Fig. 4(d) ].
A. Phantom Imaging
B. In Vivo Imaging
In the arFI images, because the applied acoustic radiation force magnitude is dependent upon focal and absorption effects, the key information portrayed is the relative displacement of a region of interest compared with that of surrounding tissues. In general, the stiff vessel walls have uniform displacement of low magnitude (i.e., less than 1 μm) compared with the softer, surrounding tissues with higher displacements. relatively high magnitude displacement noise exists within the lumen of the arFI images and is greatest in the harmonic arFI images, particularly in the pulse-inversion harmonic arFI image [ Fig. 4(d) ].
In the 4-mHz fundamental and 8-mHz fundamental arFI images [Figs. 4(a) and 4(b)], the proximal wall of the carotid artery is difficult to distinguish from surrounding tissues and the lumen of the jugular vein. a marked improvement in visualization of the proximal wall is demonstrated in the harmonic arFI images, most notably with the pulse-inversion harmonic arFI image [ Fig. 4(d) ]. In addition, the boundaries of the distal wall are much smoother in the pulse-inversion harmonic arFI image compared with the other arFI images.
The bright, coherent clutter signal observed in the bmode image presents as a region of increased displacement greater than 3 μm within the jugular vein near the proximal wall of the carotid artery, indicated by the yellow arrows, in the matched 4-mHz fundamental arFI image [ Fig. 4(a) ]. similar to the trend observed in the b-mode amplitude, this region of increased displacement is also observed in the 8-mHz fundamental arFI image [ Fig.  4(b) ], but is reduced in the filtered harmonic arFI image [ Fig. 4(c) ], and is least obvious in the pulse-inversion harmonic arFI image [ Fig. 4(d)] .
measurements of the mean displacement and mean normalized cross-correlation values ±1 standard deviation within the proximal wall, distal wall, and lumen of the carotid artery portrayed in Fig. 4 are listed in Table  I for each arFI image. The locations of the measurement regions, which were based upon the pulse-inversion harmonic arFI image, are indicated by the white-dashed contours in Fig. 4(a) . Estimates of the arFI-induced tissue displacements are of reduced magnitude and have less variance in the distal wall in the harmonic arFI images (Table I ). This is especially true for the pulse-inversion harmonic arFI image, which also has the lowest displacement variance in the proximal wall. In the lumen, the magnitude and standard deviation of the axial displacement is significantly greater in the harmonic arFI images and is greatest in the pulse-inversion harmonic arFI image. The normalized cross-correlation values are quite similar within the proximal and distal walls for all tracking methods. In the lumen, however, the normalized crosscorrelation value in the harmonic arFI images are significantly reduced in magnitude and have greater variance, especially in the pulse-inversion harmonic arFI image. 5(a) ]. Within the carotid artery, the magnitude of displacements in the narrow region of the lumen is similar in magnitude to the displacements in the adjacent plaque and arterial wall regions in the 8-mHz fundamental arFI image [ Fig. 5(a) ], making it difficult to visualize the lumen and identify plaque boundaries. The greater displacements observed within the lumen of the carotid artery in the pulse-inversion harmonic arFI image [ Fig. 5(b) ] improve the discrimination of blood from soft tissues and makes it easier to visualize the plaque boundaries.
Improved feature detection within the plaques is achieved with the pulse-inversion harmonic tracking method. To better illustrate this, an expanded view of the region of interest indicated by the solid white lines has been provided for the arFI images in Figs. 5(a) and 5(b) . In these expanded views, a region of increased displacement that is approximately 2 μm within the distal wall carotid plaque, indicated by yellow arrows, can be seen in the pulse-inversion harmonic arFI image [ Fig. 5(b) ]. This particular feature is not readily identified in the 8-mHz fundamental arFI image [ Fig. 5(a) ], but is spatially registered with a hypoechoic region of similar geometry that can be seen in both the fundamental and pulse-inversion harmonic b-mode images. Fig. 6 shows matched b-mode and arFI, 8-mHz fundamental and pulse-inversion harmonic images acquired at the bifurcation of a carotid artery in a subject with a small plaque on the distal wall. regions of low correlation in the arFI images have been masked by setting displacement values with a normalized cross-correlation value less than 0.97 to black.
Within the lumen of the carotid artery in the pulseinversion harmonic b-mode image [ Fig. 6(b) ], there is suppressed clutter compared with the 8-mHz fundamental b-mode image [ Fig. 6(a) ]. The pulse-inversion harmonic method demonstrates significant improvements in contrast and cnr; 20.84 db contrast and 1.35 cnr for the pulse-inversion harmonic b-mode image compared with 16.31 db contrast and 0.77 cnr for the 8-mHz fundamental b-mode image.
The reduced normalized cross-correlation values associated with displacement estimates in regions of blood demonstrated by the pulse-inversion harmonic arFI images (Table I ) allow for improved discrimination of blood from regions of soft tissue. With the correlation threshold in Fig. 6 , the blood-vessel interfaces along the proximal and distal walls of the carotid artery are more clearly delineated in the pulse-inversion harmonic arFI image [ Fig. 6(b) ] compared with the 8-mHz fundamental arFI image [ Fig. 6(a) ]. In addition, the correlation threshold removed displacement noise from the jugular vein in the pulse-inversion harmonic arFI image [ Fig. 6(b) ] that cannot be identified in the 8-mHz fundamental arFI image [ Fig. 6(a) ]. Fig. 7 shows arFI images for the averaged 8-mHz fundamental data collected in the subjects shown previously in Figs. 4-6. as previously described, this averaged data was created by summing the identical polarity 8-mHz fundamental radio-frequency data according to the fully sampled pulse-inversion harmonic approach [ Fig. 1(c) ] developed herein. In comparing the non-averaged and averaged 8-mHz fundamental arFI images [ Fig. 4(b) with Fig. 7(a), Fig. 5(a) with Fig. 7(b) , and Fig. 6(a) with Fig.  7(c) ], no noticeable difference is observed.
vI. discussion despite the extensive use of tissue harmonic imaging in conventional ultrasound, to the best of our knowledge the utilization of harmonic tracking methods for ultrasoundbased elasticity imaging has not been reported in the literature. as mentioned previously, theoretical improvements associated with the increased frequency of the harmonic components include: 1) decreased jitter based upon the cramér-rao lower bound and 2) reduced underestimation bias associated with a smaller tracking beam size [22] , [23] . In addition, it seems likely that harmonic methods, which have been shown to suppress clutter in b-mode imaging [13] , may also reduce clutter imposed bias and jitter errors in tissue displacement estimates. Toward realizing such benefits, we developed a novel pulse-inversion harmonic method with an improved temporal sampling frequency to monitor the transient deformation from an impulsive acoustic radiation force excitation. In phantoms and in vivo experiments, we compared this pulse-inversion harmonic tracking method with a filtered harmonic approach and conventional techniques that use the funda- of the carotid artery (ca) with the shallower jugular vein (Jv) in a subject with known carotid artery plaques (subject 3). displacements with a normalized cross-correlation value less than 0.97 have been set to black. Fig. 7 . In vivo averaged 8-mHz fundamental arFI images obtained in (a) subject 1 (Fig. 4), (b) subject 2 (Fig. 5), and (c) subject 3 (Fig. 6 ).
mental component of returned echoes to form a displacement estimate.
In the phantom experiments (Fig. 3 ) the jitter increased and normalized cross-correlation decreased with increasing displacement magnitude, which is consistent with arFI imaging simulations and experiments reported by others [22] , [23] . We suspect that subtle differences in the pulse-inverted transmit signals, resulting from nonlinearities in the ultrasound system, are responsible for the slight oscillation observed through time [ Fig. 3(b) ] in the 4-mHz fundamental, filtered harmonic, and pulse-inversion harmonic data sets created from the pulse-inverted echoes. despite this small artifact, the relatively smooth profiles observed through time [ Fig. 3(b) ] demonstrate how the fully sampled pulse-inversion harmonic method [ Fig. 1(c) ] can be used to reliably track the transient deformation response without a degraded temporal sampling frequency. The slight decrease in normalized cross-correlation values observed with the pulse-inversion harmonic method [ Fig.  3 ] is likely due to motion that occurs between pulse-inverted transmits. The small magnitude of this decorrelation seems reasonable given the relatively small displacements and does not appear to increase jitter. For the various focal depths and phantom stiffnesses investigated in this study, any difference in the harmonic and fundamental tracking methods appear to be independent of shear wave speeds and focal effects.
no visible clutter was observed in the homogeneous phantoms used in this study, such that no improvement resulting from clutter suppression associated with the harmonic methods was expected in the phantom experiments. This can explain the similarity between the 8-mHz fundamental method with the 8-mHz filtered and pulseinversion harmonic methods. In addition, the similarity of the higher frequency tracking methods (filtered harmonic, pulse-inversion harmonic, and 8-mHz fundamental) compared with the lower frequency 4-mHz fundamental tracking method in phantoms suggests that improvements, if any, resulting from an increased frequency are also insignificant. similar results were observed in simulations by Palmeri et al. [22] , who demonstrated that an increased tracking frequency can reduce bias and jitter only if the transducers fractional bandwidth, centered about the tracking frequency, is held constant with increasing tracking frequency. This would require the absolute bandwidth to scale proportionately with the increasing frequency. The fixed bandwidth about the center frequency of our transducer likely explains why the theoretical improvements predicted by the cramér-rao lower bound (2) were not observed. Without clutter and with no improvements resulting from increased tracking frequency, the similarity between the harmonic and fundamental tracking methods observed in the phantoms is not surprising. despite the lack of improvement shown in the homogeneous phantoms, these results indicate that any improvement observed with harmonic tracking methods in a more challenging environment, such as in vivo imaging, cannot be attributed to increased tracking frequency and are likely due to suppressed clutter.
The use of harmonic tracking methods markedly improved the quality of in vivo arFI imaging. In general, an improved sensitivity to discriminate blood from soft tissues, making it easier to detect the blood-vessel interface, and improved visualization of arterial features was demonstrated in the harmonic arFI images compared with the fundamental arFI images in Figs. 4-6 . The comparison between averaged 8-mHz fundamental arFI images (Fig.  7) with the non-averaged 8-mHz fundamental arFI images [Figs. 4(b), 5(a), and 6(a) ], suggests that the lowpass filter effect from the summation of pulses temporally separated is negligible. These results also suggest that the improvements observed in the pulse-inversion harmonic images are not attributed to a simple averaging effect. The reduced clutter observed in the harmonic b-mode images, supported by improved contrast and cnr, suggests that the improvements observed in the harmonic arFI images in vivo are also due to a reduction in clutter.
clutter suppression achieved with harmonic tracking methods is also supported by differences in the measured displacements and associated normalized cross-correlation values between the fundamental and harmonic arFI images (Table I) . It has been well described in doppler literature that clutter from stationary or slowly moving tissues can result in an underestimation of the measured blood velocities [2] . removal of clutter signals would therefore reduce this bias and lead to an increase in the measured displacements of the blood. In addition, because stationary clutter is significantly more correlated and of higher intensity than echoes from flowing blood, the removal of clutter signals would lead to decreased normalized crosscorrelation values and subsequently, according to (2) , increased displacement variance within the lumen. The increased displacement magnitude, decreased normalized cross-correlation, and increased displacement variance demonstrated in the lumen of Fig. 4 (Table I) with the harmonic arFI images, especially the pulse-inversion harmonic arFI image [ Fig. 4(d) ], are therefore, all indicative of reduced bias associated with the removal of stationary or slowly moving clutter. similar arguments can also explain the increased displacement in Fig. 5(b) and the decreased normalized cross-correlation in Fig. 6(b) within the lumen for the pulse-inversion harmonic arFI images.
We suspect the decreased b-mode amplitude and decreased arFI displacement observed in the harmonic images near the proximal wall in the jugular vein in Fig.  4 are due to a suppression of clutter. although the specific source is unknown, this region presents as a large, bright echo, representative of ring-down reverberation in the 4-mHz fundamental b-mode image. In the spatiallymatched arFI image, this artifact presents as a region of increased displacement that we suspect is biased by clutter from overlying tissues. The near-removal of this clutter signal in the harmonic images, especially in the pulse-inversion harmonic images, suggests that harmonic tracking methods are less susceptible to such artifacts. We also suspect reduced bias via suppression of diffuse clutter to account for the improved visualization of the small region of increased displacement within the distal wall plaque in the pulse-inversion harmonic arFI image in Fig. 5(b) . With the hypoechoic region of similar spatial location and geometry observed in both the fundamental and harmonic b-mode images of Fig. 5 , we believe this region is in fact a structural feature of the plaque and not an imaging artifact. Improved visualization of such small features are promising for arFI imaging methods aimed at differentiating carotid plaques containing small, soft lipid pools believed to be more vulnerable from more stable, calcified plaques [9] , [35] . In addition to reduced bias, the decreased variance in displacements measured within the stiff arterial walls of the harmonic arFI images in Fig. 4 ( Table I ) measured in the pulse-inversion harmonic arFI image suggests harmonic tracking may also reduce jitter in displacement estimates.
although the improvements demonstrated in vivo are consistent with a removal of clutter, the specific mechanisms are somewhat unclear. Unfortunately, clutter-generating phantoms do not exist commercially and reliably generating clutter in a controlled experiment remains a challenge. In addition, although recent methods allow for simulating the nonlinear propagation of waves and can account for multiple reflections and scattering [36] , these methods do not allow for investigating small micrometersize arFI displacements. For these reasons, we are currently limited to the in vivo demonstration of harmonic tracking provided herein. nonetheless, because the 4-mHz fundamental, filtered harmonic, and pulse-inversion harmonic images were created from the same radio-frequency data, with the 8-mHz fundamental acquisition occurring 210 ms later in time (Fig. 2) , it seems unlikely that any in vivo motion could account for the demonstrated improvements. In addition, although not explicitly shown, the improvements in harmonic image quality in vivo were consistent across multiple acquisitions and scanning locations separated in time, such that the images were temporally and spatially stable.
The improvements demonstrated with the harmonic tracking methods in vivo, especially with the fully sampled pulse-inversion harmonic approach, are promising. It seems likely that other arFI applications, including cardiac and abdominal imaging, in which large amounts of clutter from near-field reverberation are known to degrade b-mode image quality, would also benefit from the reduced bias and jitter of harmonic tracking methods. The improved estimation of soft tissue displacements may also provide more accurate estimates of wave velocity for acoustic radiation force shear-wave-based methods that track the off-axis deformation response to quantify material properties. although the pulse-inversion harmonic method seems particularly well suited for the relatively small displacements associated with acoustic radiation force-based elasticity imaging methods, the method may also find use in other ultrasound-based elasticity imaging methods such as strain imaging and elastography [37] .
vII. conclusions
The utility of harmonic imaging methods for improved arFI imaging was evaluated. We developed a novel pulseinversion harmonic tracking method with an improved temporal sampling frequency to monitor the transient deformation induced by an impulsive acoustic radiation force excitation. In phantoms, little difference was observed between fundamental and harmonic tracking methods to suggest that improvements associated with the increased tracking frequency of the harmonic components was negligible. significant improvements were demonstrated in vivo and were consistent with a reduction of clutter. In particular, the pulse-inverted harmonic tracking method reduced bias from clutter within the lumen of vessels for improved discrimination of blood and arterial boundaries and reduced jitter within the arterial walls for improved feature detection.
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